A solution for arthroscope misting.
A prospective study was undertaken to compare the incidence of arthroscope eyepiece misting in two groups of patients. In one group the irrigation fluid was at room temperature and in the other group the fluid was warmed to body temperature. Arthroscope eyepiece misting was eliminated when irrigation fluid at body temperature was used.